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Pansophy User Guide

Pansophy is a database driven, web-based application for the collection, control, and distribution
of datain scientific environments. Pansophy can be used from any computer with an Internet
connection and Netscape, Mozilla, or Internet Explorer.

you have not been authenticated &
#%| Pansophy

A Systern of Universal Knowledge

Travelers Logbooks QC/QA DocuShare

Using Travelers, technicians can define processes, record data and store this process data for
future use viathe Internet (or company intranet). A traveler isadocument used to define and
control a process, and is used to gather data particular to a specific part. or assembly. Travelers
are created by the staff member most familiar with the process or task, and are reviewed by four
people involved in the project (a project scientist, project engineer, production supervisor, and a
user reviewer, for example). Authors generate travelers using an MS-Word template, and drafts
are saved into DocuShare for approval and release into Pansophy.

Features
In addition to the Traveler area, which is broken down into project sections and includes query
functions, Pansophy also allows for recording and recalling of information more informally in a
variety of areas. Theseinclude Logbooks, QC/QA, VTA Project, and alink to DocuShare for
document cataloging and storage.
Pansophy Features are divided into four main sections:

1. Travelers

2. Logbooks

3. QC/QA

4. DocuShare
In addition to these four sections, there are several supplemental sections. On Call, Home, Help,
an additional link to DocuShare, Contact Us and Administration Area. These sectionswill be

discussed below. Additional information for those with administrative privileges can be found in
the Programmer’ s Guide.



|. Sections Defined

1. Travelers: Thismenu item contains all travelers and traveler related documents,
including attached files and Non-Conformance Reports (NCRs). Both new and
completed travelers can be viewed, printed, edited and queried in this section. The
Traveler area contains the following menus for datainput and retrieval:
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Panzophy iz a database driv ollection, control, and dizstribution of data in scientific
environments,

a. JLAB
i. 5Cédl VTA Data— This section was constructed as a pilot project.

ii. Niobium Stock — This section includes areas for recording receipt,
withdrawal, return or closeout, total inventory and status of Niobium at
Jefferson Lab.

iii. Misc. Travelers—This section contains al general JLAB and other
miscellaneous travelers. 1t includes areas to record data (input data), view
data on screen and for printing, and data queries.

b. SNS- Thissection contains all SNStravelers. It includes areasto record data
(input data), view data on screen and for printing, and data queries.

c. Prototypes- This section contains all CEBAF prototype and general JLAB
travelers.. It includes areas to record data (input data), view data on screen and
for printing, and data queries.

2. Logbooks— This section contains el ectronic logbooks for all groups active in the Test
Lab. Logbooks are used for recording activitiesin the Test Lab that are not recorded in
Travelers. Below are active logbooks currently in Pansophy:

" you have not been authenticated (=
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Pansophy

Panszophy iz a databasze driven, W= ction, contral, and distribution of data in sdentific

environments,

kta and store this process data for future use via the Internet [aor
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a. IMWRF- Status and notes on the operations, maintenance, and commissioning
of the Test Lab's 1 MWatt 805MHz RF test stand

b. CMTF- Notes on operations of the Cryomodule Test Facility, including
cryomodule test status, notes, and ancillary data

c. CPTF- Notes on operations of the Coupler Test Facility, including coupler
test/conditioning status, notes, and ancillary data

d. Cavity Performance- Notes on performance of R&D and prototype cavities,
including test data and notes, and cavity preparation/processing data

e. Chemistry— Status and notes on the operations and maintenance of the Test Lab's
closed chemistry systems, R& D Chem room facilities, and acid neutralization
systems

f. Cryomodule Assembly— Notes and data regarding the assembly of prototype
cryomodules

g. EBW- Status and notes on the operations and maintenance of the Test Lab's
Electron Beam Welder

h. Electropolisher— Status, notes, and ancillary data on the operations, maintenance,
and commissioning of the Test Lab's cavity electropolishing system

i. Facilities Maintenance- Status and notes on the operations and maintenance of
the assorted Test Lab facilities

j. Furnaces- Status and notes on the operations and maintenance of the Test Lab's
high temperature vacuum furnaces

k. Installation Group— Notes on maintenance, service, and other activities
performed by the Accelerator Division's Installation Group

|.  Pansophy- Status and notes on the development and functionality of Pansophy
and related systems (servers, DocuShare, etc.)

m. R& D Cleanroom- Status and notes on the operations, maintenance, and other
activitiestaking place in the R&D Clean Room, such as SNS Coupler Assembly

n. VTA- Noteson operations of the Vertical Test Area, including dewar status and
plans, maintenance activities, cavity tests, and ancillary data

0. Vacuum Group— Notes on maintenance, service, and other activities performed
by the Accelerator Division's Vacuum Group

p. BrownSharp CM M- Status and notes on the operations, maintenance, and other
activitiesinvolving the Brown & Sharp coordinate measuring machine located in
rm. 146B, Test Lab

g. Mitutoyo CM M- Status and notes on the operations, maintenance, and other
activities involving the Mitutoyo coordinate measuring machine located in the
Survey room, Test Lab

3. QC/QA —Thissection is used to record ownership, scheduled maintenance, and
instrument calibration for equipment in the Test Lab. Lab equipment can be tracked by
location, model number, serial number, etc., and maintenance can be scheduled here as
well. Text and measurements may be entered in the following areas:

s you have not been authenticated =
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a. Instrument Calibration — Look here for information regarding calibrations of
Quality-Critical instrumentation used in the SRF Institute production and
development activities.

b. Cryomodule Maintenance Data I nput and Queries— Look here for the records
of maintenance activities for CEBAF and FEL cryomodules.

c. Vacuum Group Maintenance — Look here for the records of maintenance
activitiesfor vacuum equipment owned and operated by the Vacuum Group.

4. DocuShare— Xerox DocuShare allows everyone in the Test Lab (and others with
accounts on the system) to share documents, photographs, and drawings. Files may be
uploaded into the appropriate areas, or downloaded for use on local computers.
DocuShare sections that are directly accessible from Pansophy are:

T you have not been authenticated =
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Development Projects

Facilities

EH&S

SNS and CEBAF Upgrade (listed under Production Projects)
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[1. Logging In and Using Pansophy

1) Login Process
Tolog in to Pansophy, simply click the Click here to |og in button at the top right of your
browser.

milean authenticated 2

click here to login

#\ Pansophy
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User MusT LoG IN TO PANSOPHY SYSTEM

A pop-up window will appear requesting your username and password. Y our username
and password are the same as your CUE (Common User Environment) username and
password.

Authentication - Mozilla [Z]@

User Mame: |Cue username

Pansophy
Authentication

[EEPRERIP

Password:

<< Cancel ] [ Submit >

b4 & E] o = =

In order to log out, simply press the Click here to logout button at the top right hand
corner of your browser. To find out who islogged in to phy, click thewho am |
tab.

Psgn guthenticated (2§

_lick here to logout
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2) Navigating Pansophy
Pansophy has been designed for easy navigation. Just one click takes you wherever
you'd liketo go. The fly-out menus at the top of the browser screen take you directly to
any areain Pansophy. For instance, if you wish to view SNS travelers, you need only
mouse over the Travelers menu and select the form of traveler from the SNS fly-out
menu. You can also use the bottom navigation to get back to the home page (*Home”),
to go to DocuShare, to download our Help file (“Help”), and to Contact Us.

you have been authenticated %y
Pa nso p hy whio am i click here to logout
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into Traveler

Vie'w Data Pages

View Data Traveler (Printable Version)
[Juery Database

Report Generation

On Call: Bonnie Madre 7059 Home DocuShare Help Contact Us  Administration Area

3) Entering Traveler Data
To begin entering data, select Input Data Into Traveler from the Travelers =
JLab/SNS/Prototypes menu. This action will take you to the data input screen, which
displaysalist of al travelers for the selected project. When the data input screen appears,
select the name of the traveler you wish to fill out by scrolling, then clicking once with
the mouse. You can also use the filtering area to narrow your choices.

i you have been authenticated 2y
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Spallption-Neutron-Source
Data Input

Choose One
SNS-CM-CRY-REMNCANSF — R3-0 — Recgiving Inspection - SNS Return End Can Receiving Inspection
SNS-CM-CRY-SENCAMNSF — R3-0 — Recgiving Inspection - SMS Supply End Can Receiving Inspection
SNS-CM-CST-CAV-HEAT — R1-0 — Heaf Treatment of M3 cavities

SNS-CM-CET-CAW-HELY — Ri-0 — SN Helium Wessel Installation Traveler

SNS-CM-CET-CAV-HPR — R3-0 — SMNY Cavity High Pressure Rinsing for Yerical Test
SNS-CM-CET-CAV-PCAL — B2-0— Calibration of Field Probe and HOM Antennas
SNS-CM-CEST-FLMGANEP — R2-0 — Flange Inspection

SNS-CM-CST-FPC-AIRF — R4-0 — Rgceiving Inspection SNS Airside Parts Inventory
SNS-CM-CET-FPC-BAKE — R2-0 — [Pre RF Bakeaout

SNS-CM-CST-FFCBRTL — R1-0 —Receiving Inspection - SNS FPC Waveguide Suppart Bracket Left
SNS-CM-CST-FRC-BRTR — R1-0 - Receiving Inspection (0 SMNE FPCWaweguide Support Bracket (Right)
SNS-CM-CST-FFRC-DKNE — R1-0 4 Receiving Inspection - SN3 FFC Doorknob
SNS-CM-CET-FPC-HPRF — R2-0/— RF Processing

SNS-CM-CST-FRCANNAK — R3-0 Receiving Inspection § SNS FPC Inner Extension

]

[

Project ID: Choose One ¥
Systern ID: Choose a Project |»
Level 1 ID: Choose a Project |»
Level 2 ID: Choose a Project |%
Level 3 ID: Choose a Project |%

On Call: Bonnie Madre 7059 Home DocuShare Help Contact Us  Administration Area



Selecting atraveler takes you to the cover page (Page:0) for that traveler. This page
provides you with several options: Select Traveler, Page #, New, Next, and Last. Under
these buttons, the green bar shows you the traveler /D, the reyisiorynumber, the current

page number, and the sequenceg number. When #he sequence number is zero|(as below),
the traveler isin view modgand you cannot epter data.

you have been authenticated [
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| Select Traveler | .: Page 0 | %

Next Last

SMNS-CMH-TEST

SMNS High Beta Cryomodule Testing

Abstract- The purpose of this traveler iz to facilitate and docurnent the process of testing SMS High Beta Cryomodules in the Cryomodule Testing Facility,

Document No. SMS-CMH-TEST
JLAB DCS #
SNS Doc. No. HiA
(for SNS travelers
only)
Author M, Crury
Date 5/24/04
Revision # 1.0
Approvals Name: 1. Preble Name: M. \Wiseman MNarme: M. Drury Name: 1. Ozelis
Date: Date: Date: Date:
Approver Project Engineer Technical Facility Rep. A Rep.
References
Drawings TDQ Level ASSE. TDE Level As Y.
CRM-300-0000-00014 CRM-900-0000-0001h
Documents A-02-002-056 Top level Requirements Do Caonduct of Operations far the
Cryomodule Test Facility O5P b OHEIRRTES ety
Resources
Static Docs

Revision Notes




These options allow you to fully utilize the Input Data area as follows:

The Select Traveler pull-down menu allows you to select from alist of active (open
but not compl eted) travelers.
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Spallation-Meutron-Source
Data Input

§3

Select Traveler

the selected traveler.
Pansoph
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Spallation-Meutron-Source
Data Input

—— NEWY

e e ) -
Page 0 [a]
R i Next Friast
Page 2 1 r
Page 2
FPage 4
Page 3 =

a 3 Page & P

SMS High Beta Cryomodule Testing page -

Page &
Abstract- The purpose of this traveler iz to facilitate Page 2 A the process of testing SHNE High Bety Crusfhodules in the Cryornodule Testing Facility,

Document Mo. SME-CMH-TEST
JLAB DCS #
SNS Doc. No. LR

(for SN= travelers
only)

The New button starts a
until you click the

traveler. Note: You cannot enter data into atraveler
button!

The Next and Last buttons take you to the next (or last) page in the traveler. Once
you begin anew traveler, you will see the additional navigation buttons Previous and
First.



» How can tell if | have an activetraveler (atraveler ready to accept data)?

Thefirst page of anewly activated traveler looks like this:

you have been authenticated [
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Spallation-Meutron-Source
Data Input

}
EEFirsi [Previous] i Next
SMNS-CMH-TEST

Part Description

SNS High Beta Cryormodule HBCmIp” HO3 [
Caution
During testing of the cryomodule if any walue that is measured is found to be out of specification,
please notify the Principal Investigator,

[ submit data to datahas

A newly active (open) traveler will have ggubmit data'to database button at the bottom of
every page. It will also have a negative Sequence number (indicating that the first page
has yet to be submitted). Note: You must click the submit data to database button to
saveyour data. A new traveler will not get a sequence number until thefirst pageis
submitted to the database.




When you select an active (open) traveler from the Select Traveler menu, it will look like
this:

you have been authenticated [Ty

Pansophy el her t0 logout
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Travelers Logbooks QC/QA DocuShare
Spallation-Neutron-Source
Data Input
| Page 20 ;-;-
First Previous Next Last
SMNS-CMH-TEST R1-0 Page: 30 Seqho: 3
Step Mo. Instuctions t Data Inpgut
7E Record the gradient 3t which field emission starks (in MW, Cavity 1 FE Onsat 1} MV A
Upload the post-proceXsed Excel file containing logged fi
*¥NOTE: When naring\the Excel files, use letters and numybers only, no Cavity 2 FE Onset i} My
symbols, no spaces. In place of a space, you may use a dysh ap
underscare, ¥#
Cavity 2 FE Onset (MY M)
Cavity 4 FE Onsgt |0 (M)
Cavity 1 UploAd File
Upload File
CAvity 3 Upload File
g
Cavity 4 Upload File
Q

\ /

shbmit data to databage
on Call: Joe Ozelis 7647 Home DocuShare Help Contact Us Administration Area

Y ou will seethe Page # pull down menu and the navigation buttons, then the green status
bar, which ¢ontains the current traveler ID, the revision number of the current traveler,
the current page number, and the sequence number. Y ou are now ready to enter data.

Don't forget the most important part: click the submit data to database button on
every page. If you move on to the next page in the traveler without submitting the data,
the datawill be lost and will have to be reentered. Report problems with individual
travelers (missing data collection boxes/areas, errorsin the text or measurements) to the
author of the traveler. The author’s name (as well as the names of the people approving
the traveler for use) are on page O of every traveler. If you encounter atechnical problem
(such as an error message in your browser), report the problem to the on-call Pansophy
technician listed in the bottom navigation bar on each page.

——
On Call: Bonnie Madre 7050 ‘dome  DocuShare Help Contact Us  Administration Area
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4) Saving/Recording Data
Each data collection box in atraveler corresponds to avariable in the database. Y our data

is saved into the database via the submit data to database button at the bottom of each
page. You must press this button before moving to the next page or your data will be lost.

5) Uploading Files
In travelers that have a File Upload area, you will be able to upload and store documents

of any type in the database.

Temperatures and vacuur

When you click the Browse... button, you will be taken to aFile Upload dialog box,
which allows you to select a document from your computer, or from the network.

File Upload o
Loak ir: | ) SHS-CMH-CST-CAV-TUME w ¢ % [ - tr.cfm?project=5pallation-Meutron-Sourcefarea=5M5E
5 ] after Heat Treatment_040112_094335.xls
T {3 @After Heat Treatment_040113_112701.xls
My Fiecent | 35]Post_Heat_Treatment_031223_114847.xs
Documents | ] ShS-CMH-CST-CAY-TUNE-11. pof
rbar
= T SMS-CMH-CST-Caw-TUNE-14, pdf
L% T ShS-CMH-CST-CAY-TUNE-15. pof e
Desklap T ShS-CMH-CST-CAY- TUNE- 16 pf
8] Tuned For HY Welding_040105_113933.x1s 2l
28 Tuned For HY Welding_040112_134043.xls
3] Tuned For HY Welding_040113_150013.xls et
28] Tuned For Hy Welding_040323_151726.xls
My Documents ke cp1: Oves One
- ks cpzi Oves Ono
53
by Computer
(ex date format 01/10/03)
"{\ File name: | »
tdy Mebwork Files of type: Al Files v
7 Was baking ¢ K.? [Yes/Ho) Baking OK? '::'Yes '::'No
Sade diats Ternperatures and vacuurn

‘Browse..|

+ Temperatures and vacuum
+ RGA

Each File Upload area allows you to upload one document. 1If you upload a second
document, the second document will replace (overwrite) the first document in the
database. When uploading files, please note that you must use lettersand numbers
only, no symbols, no spaces. In place of a space, you may use a dash or an underscore.
Thisruleisto alow the widest variety of browsers and systems to download and open
your file successfully. Symbols other than underscores or dashes can cause your fileto
become unreadable by some users, rendering the data you collected useless.
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6) Issuing NCRs
NCRs or Non-conformance Reports can be issued from any traveler by clicking the
“NCR’_button in the upper right-hand corner of the last page of your traveler.

you have been authenticated (5
who arm i

Pansophy

A System of Universal Knowledge

Travelers Logbogis

Spallation-Neutron-Source
Data Input

Page 3 |¥|
[ Firstl [Previous]
SNS-CM-CST-FPC-BAKE

Y ou may also issue an NCR independently of atraveler by selecting PROJNCR from the
Travelers = JLab/SNS/Prototypes =» Input Data Into Traveler menu (where PROJ =
JLAB, SNS, or REN). NCR formswork the same way as any other traveler form (see
above for details on traveler forms), so please do not forget to click the submit datato
database button when you are done entering data. Each time an NCR isissued, an email
IS sent to the engineer/author in charge of that traveler’ s processes.

7) Closing Travelers
All travelers should be closed once they have been completed to your satisfaction. To
close atraveler, smply click the Y esradio button in answer to the “Close Traveler?’
guestion in the lower right-hand corner of the last page of your traveler.

Close Traveler? OYes @No

subimit data to database

On Call: Bonnie Madre 7059 Home DocuShare Help

Onceatraveler isclosed, it cannot be altered, so be sure you have completed the
traveler to your satisfaction before closing it.
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8) Viewing Data
To view data page by page, select View Data Pages from the Travelers fly-out menu.
Y ou can view both open and closed travglers from this area by selecting from the list of
available travelers on the Data View page, then choosing a traveler sequence number.
The sequence number pull-down menu indludes these helpful identifiers: sequence
number, serial number/ID, NCR sequence Rumber, and status (open (Op)/closed (Cl).
Y ou can a'so navigate these pages by means of Page # and First/Last navigation buttons.

9) Printing Travelers
Travelers are best printed from the View Data\Traveler (Print) area.

{ Pansophy

8 A Systemn of Universal Knowledge

Travelers Logbooks
Input Cata Into Tre

From the Travelers menu, go to the project area, and select View Data Traveler (Print)
from the fly-out menu. Y ou will note that in this section, you see the whole traveler at
once, instead of viewing it page by page asin You can view and print both open and
closed travelers from this area by selecting from the list of available travelers on the Data
Print page, then choosing atraveler sequence number. The sequence number pull-down
menu includes these helpful identifiers: sequence number, serial number/ID, NCR
sequence number, and status (open (Op)/closed (Cl)). Once you have selected the
traveler and specified the sequence number, use the print button on your browser to print
thetraveler. (See below for a sample Select Traveler pull-down menu.)

10) Retrieving Data
There are two ways to retrieve data from the database. One is to use the Query Database
menu item. The other isto use the Overview Page menu item (only available for certain
projects at thistime). These items are discussed in the next section, How to Use Query
Database Functions.

13



» How can | tell the difference between the read-only modes (View/Print) and an
activetraveler?

Active travelers and those in the read-only modes vary in several ways. First, the
View/Print modes lack the submit data to database button, and show both open and
closed travelersin the pull-down menus:

you have been authenticated 1%

#k\ Pansophy

A Systemn of Universal Knowledge

Travelers Logbooks QC/QA DocuShare

Spallation-Neutron-Source
Data View

Esalect Travelar {w] :’Da-geD\;n

MOl 330 Op I Next B Last o
2  M02 407 Cl .
B = Moz 473 cl ¥ :

a3 Mos  7ioo ol 2
SN module Testing
7 Ma4  Fooo ool
Abstr g MOo7 904 ol weler is to facilitate and document the process of testing SNS Mediurm Beta Cryormodules in the Cryomodule Testing
Facilit g Mos o <
10 mig 237 |
Docuttortit 0 DB A-TEST

you have been authenticated (2
;ﬁ Pa nso p hy click here to logout

A Systemn of Universal Knowledge

Travelers Logbooks QC/QA DocuShare
Spallation-Meutron-Source
Data Yiew
o —
;Pagel Lol
© First 7| [Previous] T Next | [ Last

SMS-CMH-TEST

Part Descripton

SMS High Beta Cryormodule HBCMID | -0- ..v:
Caution

During testing of the cryomodule if any value that is measured is found to be out of specification,
please notify the Principal Investigator.

Tip: If you do not see the submit to database button at the bottom of the page, you
cannot save entered data.
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[11. How to Use Query Database Functions

There are five distinct sections in the query menu, accessed through the panel on the left side
of your browser window.

#\ Pansophy

A System of Universal Knowledge

Traveiers Logbooks QC/QA DocuShare

Q'llery Menu Spallation-Neutron-Source

Enter Seanch lus Query Menu

SerialMo |
L T |

CavityId ; Main Query Menu - select option from the laft

_ vendortd |

Enter Search walue

Enter Label

_ Labelld |

Wariable Grid j

User Defined |

Crozs-Revision |

List Trawelers

Choose One o
Chaoze a Project |
Choosze a Project

Choose a Project

<l %] ] =

Choose a Project

O open (:}' closed @ all

List Travelars ’4

O open O clozed @ all

| ListHcRs |

These include;

Serial Number, Cavity ID and Vendor ID searches

Searching specific labels (with or without variables specified)

Customized searches of multiple variables (fully user-defined queries, and cross-
(traveler) revision searches

4. Listing specific travelers (open, closed, or all)

5. Listing only NCRs (open, closed, or all)

wh e

15



1. Serial Number, Cavity ID, and Vendor ID Searches

The Serial Number, Cavity 1D, and Vendor 1D input fields can accept letters and numbers
(caseinsensitive), and will bring up alist of travelers containing fields that match your
input. The buttons match their traveler l1abels exactly, and will match both partial and
complete values entered into the data input field.

Eriter Search “Walu
01

sarch criteria

Pansophy

~ M A Systern of Universal Knowlexg

Traveiars Logbooks QC/QA DocuShare

Query Menu
Enter Search e Traveler 1D Rev Mo. Label Match Closed? st)
Select Traveler |~
e | SMS-CM-CRY-RENC-INSP R1-0 Return Can Serial 01 ¥
MC.\a\.:;ty.Id"} SMNS-CM-CRY-SEMNC-INSP R1-0 Supply Can Serialiflo 01 y =
— SNS-CM-CRY-SEMNC-INSP R2-0 Supply Can Serial 010 5 Y
it e SMNS-CM-CST-FPC-INMNX R3-0 SerialNo - 01 = ||
Enter Search alue SNS-CM-CST-FPC-OUTC R3-0 SerialNo - 01 1 n
SMNS-CMH-CRY-CMAS Ri-0 Cryomodule Assembly SerialMo HOL i y
Erter Label SMNS-CMH-CRY-CMAS R1-0 SerialNo 4 HBO1 1 Y
SMNS-CMH-CRY-S5FTS R1-0 SerialNo  HBO1 1 Y
- SMNS-CMH-CRY-SHP-PKG R1-0 JT SerialMo 1 0109264111025 1 ¥
itk | SNS-CMH-CRY-SHP-PKG R1-0 T SerfalNo 2 0109274111040 1 y
_ Variable Grid | SMNS-CMH-CRY-SHP-PKG R1-0 T SerialNo 3 0109274111048 1 ¥
it SMNS-CMH-CRY-VAC-INSP R2-0 SerialNo - 01 2 n
| cross-Revision | SMNS-CMH-CST-CAV-CHEM R1-0 SerialMo - JLOOL 15 n
st Travelers SMNS-CMH-CST-CAYV-CHEM R1-0 SerialNo - Jlab-001 21 n
Cheose One ¥)| SMS-CMH-CST-FPC-BRTL R1-0 SerialNo 01 1 nl
Chaose a Project (M SMNS-CMH-CST-FPC-BERTR R1-0 SerialNo 01 1 nl
Choose 3 Praject [ SMNS-CMH-CST-FPC-DKMNB R1-0 SerialNo - 01 2 n
e P SMNS-CMH-CST-FPC-INMX R1-0 SerialNo - 01 2 nl
. SMNS-CMH-CST-FPC-QUTC R1-0 SerialNo 01 2 n
Choose a Project 3 SMNS-CMH-CST-FPC-0OUTC R1-0 SerialMo 01 5] n
@ open O dased @ a1 [SNS-CMH-CST-FPC-QUT X R1-0 SerialNo 01 2 n
List Trauslars | SMNS-CMH-CST-FPC-SUPE R1-0 SerialNo - 01 2 nl
— = SMNS-CMH-CST-FPC-SUPE R1-0 SerialNo 01 2 nl
S open (L cbsed @ al | SNG-CMH-CST-FPC-WGECY R1-0 SerialNo - 01 2 n
_ListheRs | SMNS-CMH-CST-FPC-WGECY R1-0 SerialNo 01 2 n
SNS-CMH-CST-FPC-WGECY Rz-0 SerialNo 890123 7 n
SMNS-CMH-CST-FPC-WED R1-0 SerialNo 01 2 n
SNS-CMH-CST-FPC-WGED R1-0 SerialNo 01 7
SNS CMM CRY-BPIP- ASSY R2-0 SE valve SerialMNo 880207010 5 W ~

On Call: Bonnie Madre 7059 ] us > ] Contact Us Administration Area
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2. Searching Specific Labels (with or without variables specified)

If you need to find data specific to a certain label, and just want to find travelers that

contain thislabel, then use the second section. All results are active links.
Enter Search “Walue

tokyo

Enter Label

vendor
_ Labeltd |

you have been authenticated 5§

{ Pansoph

f A Systemn of Universal Knowledge

click here to logout

Travelers Logbooks QC/QA DocuShare

Query Menu
T Current Search: Labels LIEE Venddr with VALUE= TOEYO
Rev Mo. Label & atch Seq

Erter Search “alue

Traveler ID Closed?

Select Trawveler
S SNS-CMH-CST-CAV-NBMP R2-0 nakai 10
et SNS-CMH-CST-CAY-NBMP ~ R2-0 aadar _Tolaerferkai 11
— SNS-CMH-CST-CAY-NBMP R2-0 vendor  Tokyo Denkal 12
R SMNS-CMH-CST-CaV-MNBMP Rz-0 vendor Tokyo Deankal 13
Eter Search aluz SMNS-CMH-CST-CAY-MNBRG Rz-0 Vendor  Tokyo denakai 10
tokyo SMNS-CMH-CST-CaAY-MNBRG Rz-0 Vendor  Tokyo denkai 11
Erter Label SMNS-CWMH-CST-CaAY-NBRG RZ2-0 Vendor  Tokyo Denkai 12
wendor SMNS-CMH-CST-CAV-MNBRG Rz-0 Vendor  Tokyo Deankai 13
SMNS-CMH-CST-CAV-MNBRG Rz-0 Vendor  Tokyo denakai 10 n
| SMNS-CMH-CST-CAY-MNBRG Rz-0 Vendor  Tokyo denkal 11 n
_ Watiable Grid | SMNS-CMH-CST-CAY-MNBRG Rz-0 Vendor  Tokyo Denkai 12 N
| User Defined | SMNS-CMH-CST-CaAY-MNBRG Rz-0 Vendor  Tokyo Deankai 13 m
Cross-Revision | SMNS-CMH-CST-CaV-NBTH RZ-0 Vendor  Tokyo denakai 10 n
Lt Travelers SMNS-CMH-CST-CAV-NBTH R2-0 Vendor  Tokyo denkai 11 n
Cheose One )| SMS-CMH-CST-Cav-NETH Rz-0 Vendor  Tokyo Denkai 12 n
Choose a Project [ SMNS-CMH-CST-CaY-NETH R2-0 Vendor  Tokyo Deankal 13 n
Choose 2 Project o2 SMNS-CMH-CST-CAY-NBETH R2-0 Yendor  Tokyo denakai 10 n
T —— SMNS-CMH-CST-CaAY-NBTH RZ-0 Vendor  Tokyo denkai 11 n
: SMNS-CMH-CST-CaAY-NBTH R2-0 Vendor  Tokyo Denkai 12 rn
Chosse a Project (i SMNS-CMH-CST-CAV-NBTH R2-0 Vendor  Tokyo Deankai 13 n
:: apen 'r‘:\ clozed 'f.;:' all
List Travelers |
C\ open '\:\ closed 'J? all
| Listncks |

Y ou can search this section with or without a specific variable entered. Entries are case
insensitive.
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3. Customized Searchesof Multiple Variables (fully user-defined queries, and cross-
[traveler] revision searches)

a) Usethe Variable Grid button to generate Reports showing all variablesin atraveler
can be in the third section by clicking

: ‘Jariable_.Grid ‘

User Defined |

"
Crozs-Revision |

After clicking the button, select atraveler from the list provided, then select arevision.
Page 1 isautomatically displayed, however, youcan jump to any page by chogsihg a
page number from the Select Page menu.

Variable Grid Query

Select Traveler [seq_num _|serialio
[rezet traveler list y e 4 |M|:|5

ESNS-CM-CR"{'-RENC-INSF‘ —
:SNS-CM-CR"."-SENC-INSF‘ |M|:|E|

| SMHE-CM-CST-CAN-HEAT o
SMS-CM-CST-CAV-HELY (s |MEI?

N EMHS-CM-CST-CAV-HPR : —
: [mo4

[ T
o

SME-CM-CET-CANM-PCAL
| EME-CM-CET-FLHG-IMSP
SME-CM-CET-FPC-AIRP
| EME-CM-CET-FPC-BAKE
SME-CM-CST-FPC-BRTL
| SME-CM-CST-FPC-BRETRE
SME-CM-CST-FPC-DEMB
| SME-CM-CET-FPC-HPREF
11 SME-CM-CEST-FPC-IMME

Select Revisi

Clicking on the sequence number takes you to the traveler’ s Print Data view, allowing
you to print or save the document. Clicking the Excel Report button imports displayed
datainto an Excel spreadsheet for further manipulation.

b) Usethe User Defined Query button to search throughout atraveler for certain
variables.
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After clicking the button, select atraveler from thelist provided, then select arevision, as
you would for the Variable Grid search. Y ou will then see atabular list of all variables
on a page-by-page basis. Use the check boxes to select which variables you wish to
view, and click Submit to bring up ghst of the selected variables.

Select l:]ml:khnxes of Variahles to be used in Query

page 1 UBV|page s  QUETY page 4 UBV lpages BV piges  QUBY |pagey QW lpgge g QUENY
Cavityld Technician - pfile1 O welder  [J Liguid Save bead welder  [J
vendorld [ Save bead Camments - Level L2 pull results [ Comments
Hsliom Comments Comments Probes
Electrician 7filel
vessel Id. O prmie o
Cavity
Technician
vendaor O O Frequency [
Technician O Comments 0O Field
Flatness Flatness
Comments 0 Percentage Percentage
Technician O Technician O
Comments  — Comments
Continue [ Continue [

W

Submit

After clicking Submit you will see a screen displaying the page variable (pltextl,
p6optionl, etc.), label (CavitylD, Comments, etc.), variable type (varchar, float, etc.), the
operator (All/=/Like, All/</>/=, or All/=), and operand (input box/pull down to narrow
your search). You may or may not wish to select any operators or operands. If you do
nothing, all datain the selected fields will be displayed on the next page. Click Submit to
move to the data display page. Tip: the operand must match the format of var_type.

Uzer Defined Query - (SHS-Ch CET-CAWHELLRT-00

page_varllabel ______lvar_typeoperatorfoperand

pltexti CavityId varchar ,ﬂ,LL

pltext3 Heliurn vessel Id, varchar '_ﬂ‘LL

pdtextl Cavity Frequency float LIKE

péoptionl Liguid Level Probes radic ALL [ M

The sequence numbers are live links, as with the Variable Grid search, and the results
from your query can also be imported into E><ce|.

Uszer Defined /ﬁuer!.r

Cavityld |Helium Yessel Id. |Cavity Frequency |Liquid Level Probes

|1 |MB 0z |_1 Ba410-1-AW | ¢4 094 |Nn

2 [Me-02  j2410-1-aF |f04.089 [res

| Generate Excel Report |
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¢) Usethe Cross-Revision button to obtain information from travelers across revisions,
(select the traveler from the list provided, as in the previous two searches).

‘J._ariable__Grid j

Once you select the traveler, you will be able to select from alist of variables contained
in each traveler revision. Thislist isformatted similarly to the user defined query page,
and requires you to select variables in tabular format, as below.
Cross Revision Quer

select checkhoxes of Variables to he used in Query

Revision 1

comment
date

part
description

serial no
technician
| wendor
comment
|[Eomment
date
technician
date
technician

technician

Query

OO0O0O0OO0O0On0O Og00

Refeision 2
comments

comment

part
description

SerialMo
vendor
technician
date
comment
comment
comment
Engineer

Technician

date
technician
date

Query

O00O O OoOOOoOoooono o Ood

Rewvision 3

Comment
Comment
Comment

Part Description
Engineer ta Email
Dwgho

SerialMo
Yendorld
Traveler_Id

Fewv_ Mo

Traveler_Seq_Mum

Technician
MCR Filed Date
Comment
Comment

Use as is
Modify

Return to vendor
Scrap

Other

MCR Filel

MCR Filez
Close MCR?

Responding
Engineer

MCRE Response
Date

Query

O O O0O0D0O0OooOOoOooOOoonoO Ooooooooooono

Rewvision 4

Comment
Comment
Comment

Part Description
Engineer ta Email
Dwgho

SerialMo
Yendorld
Traveler_Id

Fewv_ Mo

Traveler_Seq_Mum

Technician
MCR Filed Date
Comment
Comment
MCR Filel

MCR FileZ
Disposition
Responding
Engineer

MCF Response
Date

% Submit |

Click the Submit button to activate your search.
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After clicking Submit you will see a screen displaying the revision number (R1-0, R2-0,
etc.), page variable (pltextl, p6optionl, etc.), label (CavitylD, Comments, etc.), variable
type (varchar, float, etc.), the operator (All/=/Like, All/</>/=, or All/=), and operand
(input boxes and/or pull down menus to narrow your search). Y ou may or may not wish
to select any operators or operands. If you do nothing, al datain the selected fields will
be displayed on the next page. Click Submit to move to the data display page.

Ri-
R2-
R2-
R3-
R3-
R2-
Rd-
Rod-

R.4-

0

0

0

0

partdesc
zarialno
pltextl
pltext2
pltextl
pltext?
pltextd
pltext

plteftz

page_uar label

R1-

patt descriptign
zetial no

part degoription

Crescription
Crwg Mo

Serialda

Part Description
CrwgMo

SerialMa

Cross Reviglon Query - (3H5-NCR)
warchar ALL |+
warchar ALL [w
warchar ALL =
warchar ALL [
warchar ALL ¥
warchar ALL |#
warchar ALL |
warchar | ALL [w
varchar | ALL |v|
warchar ALL [#
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All datarequested is displayed in tabular format. The sequence numbers are live links, as
with the Variable Grid and User Defined searches. Each revision’sdatais displayed in

its own table.
Rewision R1
REHND SegNo serialno |
QUERY: SELECT DISTIMCT #n=neml . senalno, snsncml.rev_no, snsncml traveler_seq_num FROM snsneml WHERE 1 = 1 AND snsncmi obs="'

AMD snsnem] seralng = 01 ORDER BY snsnom] travelar_seq_num

[ Generate Excel Report ]

Revision R2

QUERY: SELECT DISTIMCT sn=ncm?.pltedt?, snsneml.rev_no, snsncml traveler_seq_num FROM snsnem? WHERE 1 = 1 AND snsncmi obs=""
AMDO snsnem?.plted? = 01 ORODER BY snsnoml travelar_seq_num

[ Generate Excel Report ]

Revision R3
|rz-0 91 o1
IRS-D I@ Im
[F3-o 119 |o1
GER li72 o1
[r3-o lirs |o1
[r2-o l183 o1
[R3-o 201 |o1
[r2-o |208 o1
|r3-0 248 |o1
[r2-o 393 o1

QUERY: SELECT DISTIMCT sn=nem?_pagel.pltext?, snsnemd_pagel.rew_no, snsnemd_pagel trawveler_seq_num FROM snsncms_page! WWHERE 1 =
1 AND znsncm3 pagel.obs=' " AMD snsnoms_pagel plteds = 01 ORDER BY snsncm3_pagel travelar_seq_num

[ Generate Excel Beport ]

| Revision R4

[R4-0 495 |o1

[r4-0 HBE o1

[R4-0 317 |o1

[r4-0 708 |o1

[R4-0 765 |o1

|DUER‘|’: SELECT DISTINETI Isnﬁncrr4jage1.p1te113. snzncmd_pagel.rev_no, snsncmd_page ] trawveler_seq_num FROM snsncmd_page1 WHERE 1 =
1 AMD snzncmd_pagel.obs="" AMD snsnomd_pagel plteds = 01 ORDER BY snsncmd_page 1 travelar_seq_num

[ Generate Excel Beport ]

Y our query isdescribed fully in the gray bar at the/bottom of the table, and the results of your
guery can be imported into Excel viathe Generate Excel Report button.
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4. Listing Specific Travelers (open, closed, or all)

The List Travelers area allows you to list open, closed, or both open and closed travelers
of the selected type. Use the pull-down menus to select your traveler, and the radio
buttons to select open, closed, or al, thenclick List Travelersto obtain alist of all

travelers matching your criteria. The trgvelersinfhislist are live links to either Data
Input mode (for open travelers) or the Data Pri

Listing For: SNS-CM-CRY-RENC-INSP

Select Traveler s
SNS-CM-CRY-RENC-INSP  R1-0 OFEM [
2 SNS-CM-CRY-RENC-INSP  R1i-0  CLOSE
3 SNS-CM-CRY-REMC-INSP  R1-0  OFEN
4 SNS-CM-CRY-REMC-INSP  R1-0  OFEN
5 SNS-CM-CRY-RENC-INSP R1-0 CLOSE
6  SNS-CM-CRY-RENC-INSP R1-0 CLOSE
7 SNS-CM-CRY-RENC-INSP R1-0 CLOSE
SNE-CM-CRY-REMC-INSP  R1-0  CLOSE
9 SNS-CM-CRY-REMC-INSP  R1-0  OFEM
10 SNS-CM-CRY-RENMC-INSP  R1-0  OFEM
11 SNS-CM-CRY-REMC-INSP  R1-0 CLOSE
12 SNS-CM-CRY-RENC-INSP  R1-0  OFEN
. 13 SNS-CM-CRY-RENMC-INSP  R1-0  OFEN
List Trawelars 14 SME-CM-CRY-REMC-INSP  R2-0  CLOSE
15  SNS-CM-CRY-REMC-INSP  R2-0 CLOSE
Spallatlon Meutron Sourc 16  SNS-CM-CRY-RENC-INSP  R2-0  CLOSE [
17 SNS-CM-CRY-REMC-INSP  R2-0 OPEN [=
18  SNS-CM-CRY-RENMC-INSP  R2-0  OFEN
High Betla Cryamodule 19 SMS-CM-CRY-REMC-INSP  R2-0  OPEN
20 SNS-CM-CRY-RENMC-INSP  R2-0  OFEN
- - ; 21 SNS-CM-CRY-RENC-INSP  R2-0  OFEN
Cawvity String | W 22 EMS-CM-CRY-REMC-INSP R2-0  OPEM
23 SNS-CM-CRY-RENC-INSP  R2-0  OFEN
24 SNS-CM-CRY-REMC-INSP  R2-0 CLOSE
aESEI'ﬁH';' 25 5MS-CM-CRY-REMGC-INSP  R2-0  OPEN
26  SNS-CM-CRY-RENC-INSP  R2-0  OFEN
V 27 SNS-CM-CRY-RENMC-INSP  R2-0  OFEN
28  SNS-CM-CRY-REMC-INSP  R2-0  CLOSE
29  SNS-CM-CRY-REWC-INSP  R2-0 CLOSE
™y sl 0y 30 SMS-CM-CRY-REMC-INSP  R2-0  CLOSE
. open 322 closed W oa
List Travelers | =

5. Listing NCRs Only (open, closed, or all)

The List NCRs area allows you to list open, closed, or both open and closed NCRs. Use
the radio buttons to select open, closed, or al, then click List NCRs.

Y oy

W open W clozed

F
=)

List NCRis

Theresult of clicking List NCRsisthe same asin the List Travelers example above.
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V. How to Usethe Overview Page Function

The overview pageisthe currently available only for SNS.

vou have been authenticated |24

Pa n SO p hy click hera to logout

M Systemn of Universal Knowledge

2

QC/QA DocuShare

Report Menu —— —
_ ReportMenu _ ST—

Iu1e|-:I.B.et; ion-MNeutron-Source
HFR Cav Data ity Performance Overview
Cav Perform

CM Serial y Id: | Select Cavity ID |

CM Performance

High Beta

HFR Cav Data
Cav Perform
CM Serial

The/Overview area contains several report Tanctions. These include:
HPR Cav Data: High Pressure Rinse Cavity Data Report
Cav Perform: Cavity Performance Report

CM Serial: Cryomodule Serial Number Report

CM Performance: Cryomodul e Performance Report

pODNPE

hese functions are available exclusively for the SNS project, and include both Medium and
High Beta reports.
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1. HPR Cav Data: High Pressure Rinse Cavity Data Report

The HPR Cav Data page (for both Medium and High Beta) presents the user with three

tables of data. Thefirst table contains rinse cycle information for each sequence number;

the second displays the Emax and Q@Emax values for each sequence number; and the

third table displays E@Q and FE onset data for each sequence number. Additionally the

first table provides a generate excel button which will place the rinse cycle information

Pansophy Reports Menu

Spallation-Meutron-Source

1B HRF: Ciata

e N e e
R3-0 |23 33?30'?020'%9 Me21 [|0.15 3.16 2.53 1.87 0 0 0
RE-0 |24 gg?;o_?ozo_}nu ME=1 |01 Z.4% 2,29 Z.41 2,04 1.8 2,23
R3-0 (|25 33?30_?020_.100 mMez2 |01 2,19 1.89 1,96 2,17 1.6 1.76
R3-0 [z& 33?30_?020_.101 Mez2 ||0.17 2,21 2,32 2 1,97 1.66 2.04
‘RS-D |2? |§g?§0'?020'?'01 ‘MBSD |n.1? ‘2.03 ‘2.17 ‘2.09 |2.14 |1.:f2 |1.33
R3-0 |[z= gg?gu_:uuzo_.lnz ME=0 |01 2.02 2,01 1.a8 1.86 1.59 1.8
RE-0 |28 gg?go-?ozo-.lng ME=4 ||0,2 103,76 ||26.95 27,65 0,9z 0,93 0,78
R3-0 |37 gg?gu_:uuzo_?nu MEZ4 |01 0.9z 0,91 0.86 0.81 0.74 0.g4
R3-0 |4z gg?;o_:uozo_.znl MEZS |0,05 0.27 0.96 0,79 0.2 0.2 0.78
‘RS—D |44 |§g?§0'?020'|202 ‘MBS5 |D.E|6 ‘0.98 ‘1.03 ‘0.9 |D.86 |n.9 |D.81

Sample 1. Rinse cycle information for each sequence number with Excel Report button

Excel Report
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|SeqNum |Ca-.'ID |Date |Ernax |Q@Emax

12 [mE-14 [D3/15/03 [1z [+500000000

[z2 [mE-15 [o5/z0/03 [14.14 [+0oo0o0000

[17 [mE-18 [ozr19/03 [7 [#=00000000

[zo [mE-18 FEEEE [1= [sooooooooo

[z3 [mE-17 [oa/z9/03 [11.5 [zo00o000000

[z1 [me-17 [03/25/03 [11.5 [z000000000

[25 [mE-20 [oesogioz [17.5 [z500000000

[44 [mE-21 [o7/15/02 2.1 [12z0000000

[#7 [mE-22 [oer13/03 [12.7 [z490000000

[+ [MEO4 [o1r17/03 o o

E EE [o1r11/03 [7.6 [zooooooooo

& [MEO4 CEVEETE: o o

B [mED4 CEVEEIE: [7.6 [zooooooooo

[7 [mEDS [o1sz0/03 2.6 [tooooooooo

[1o EEE [ozfo7/03 [17.5 [z00000000

[z7 [me1ob [ossoe/oz [10.2 [79z0000000

EE [me11 [o5/16/03 [15 [zo000000000

Bl [mE12 [ozfoesoz [16.2 [+000000000

= [me12 [ozfo1/03 [16.5 [+000000000

E R [o5/z0/03 [5.47 [z500000000

25 [mE1s [o4rzz/03 [7.62 [zos0000000

[ze [mE1s [ger11/03 [1z.26 [+zz0000000

[45 [mEz4 CEEEE [15.25 [z100000000

[z4 e [11rz1/0z2 [17 [+oooooo000

[#1 [rmboa [11rz1/0z2 [17 [+oooooo000

[22 [mboz [11/z4/0z2 [17 [zo0o000000

[47 [mboac [oesisios [15.5 [z4s0000000

[1z [mbo4 [oz/z0/03 [15 [¢zoooo0000

[11 [rbo4 [oz/19/02 [15.2 [+z00000000

2 [rbo4 [o1/09/032 o o

[z [mbos [o1r13/03 [1z.2 [#9z0000000

[#3 [mbos [1zro8/0z [14.5 [Fooooooooo

[1e [mboz [g1r17/03 [14.5 [z590000000

EE [mbos [1zrzor0z [11 [sz00000000

[15 [mb1z [ozrzzi0z [5.01 [zz30000000

[14 [mb1z [ozro7/03 [6.11 [zz50000000

[12 [mb13 [oa/zs/03 [1o [1500000000

[z2 [mb1s [o4s08/03 [1z.25 [t2oo0o0000

[43 [mbz3 [o7/11/03 [13.4 [z570000000

[42 [rbz4 [o7/14/032 [5.7204 [z972700000

[45 [rbz4s FETEEE 5,42 [t920000000

[+& [mbzs [o8s1z/03 [12.4 [#530000000

5e [mbze [10sz8/03 [12.4 [+0oo0oo000

55 [mbza [1os31/03 [17 [zz00000000

Sample 2: Emax and Q@Emax values for each sequence number

[seqmum [caviD [oate [E@e |FEanset
57 [MEZ21 [11/05/03 [14.94 [10
EE [Mez7 [11/12/03 18 [11
EE EEE [11/07/03 [15 [10
[0 [mMez0 [11/1z/03 [15.9 [12
62 [ME31 [1z/0s5/03 [12.25 [7.5
[61 [ME31 [11/22/03 2.2 s
EE [MEzZ [12707/03 [12.2 [10
64 [mMe=2 [1z/15/03 [15 [1e.5
&5 [ME=4 [1z/17/03 [17.94 [10.8
ee [ME3S [01/08/04 [18 [12.47

Sample 3: E@Q and FE onset data for each sequence number
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2. Cav Perform: Cavity Performance Report

The Cavity Performance report displays atable of performance data. The link jumpsto a

list of Cavity IDs, enabling you to select the individual Cavity you wish to view.

Pansophy Reports Menu
Spallation-Neutron-Source
Med Beta Cavity Performance Overview

Select Cavity Id: [Seleck Cavity 1D

Select Cavity ID |a
1-- 99399 1
-- mb04
-- MBO4
-- MBO4
-- MBO4
ME Q4 —
-- MBOZ
-- MB12
-- MB11
i0 -- MBO9
11 -- mb04
12 -- mbo4
13 -- hbo1l
14 -- mbill
15 -- mbll
1& -- mb0O7
17 -- MB-16
18 -- MB-14 =il
19 -- mbl3 ot

LY w S B e ) I O T
1
1

Once you select a Cavity 1D, you are presented with atable of performance data. The
Raw and Processed Datafiles are listed at the bottom of the table. These are links and
will display the data upon selection.

Pansophy Reports Menu

Spallation-Meutron-Source
Med Beta Cavity Performance Overview

Select Cavity Id: | 2 -- mbod4 W

Traveler Sequence Number: 2
Cavity Id: mbog

Cavity Id{mb04

Heliuny Yessel

Dewar Mumber|d

Top Plate 1d|[0

Cawity Yacuum 1]

Dewar Pressure|Z2/
Qext|Z.09E+012

Qext Ervor| 78

Emax|(]

QEmax

EQoS

Radmax

Q2Mv

i
i
FEDnset|(
i
i
0

Q10My

He Processing D

RfRawData W
RfProcessedDatalmb04 b \
QusEDataliB040vsE.doc
=EData

27



3. CM Serial: Cryomodule Serial Number Report

The Cryomodule Serial Number Report displays all traveler sequence numbers and serial
numbers related to the production of the selected cryomodule. Thelink jumpsto alist of
Cryomodule IDs, enabling you to select the individual Cryomodule you wish to view.

Pansophy Reports Menu
Spallation-Neutron-Source
MB Serial Mumber Overview Page

Select Cruomodule Id: | Select Cruomodule ID

Select Cryormodule ID
1 -- test

-10 Abort
-10
-11

Once you select a Cryomodule ID, you will be presented with alisting of all traveler
sequence numbers and serial numbers related to the production of the selected
cryomodule.

Pansophy Reports Menu
SMS
MB Serial Mumber Overview Page

Selact Cryomodule Id: | & -- M-3 »
|cRvoMODULE ID: [M-3
|sns-cMm-csT-assv: |6
| |sE [m1C |RE
[cavity 1d [ME-12 [Me-09 [ME-04
|coupler 1d |ozE0Z1 [ozEO1E |ozEDZ0
[peamline valve [+32xx-EDL-ACBL/0022 || [4820x-HE0L-ACR1/0021
foute | | |
[rno | | |
= | | |
[vaz | | |
|sHs-cM-CST-FRC-BAKE | | |
[Heliurm vessel [aH. AL Ak [3-24-10-1-pE |-E
|sHs-cm-csT-cav-HELY |8 [ 14

Sample 4. Partial page of Serial Number Overview results

Thisinformation is based on the packet of information presented in paper format to SNS
as part of the production project. Each sequence number isalink to the listed traveler. An
asterisk (*) denotes the traveler has not yet been closed. Links (underlined numbers) will
open the listed traveler in Data Input mode (if open) and Data View (if closed). A
sequence number within parenthesis (nnn) denotes an NCR sequence number.
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4. CM Performance: Cryomodule Performance Report

The Cryomodule Performance Report displays an overview of each cavity’s performance
parameters in agiven cryomodule. Selecting the CM Performance link takes you to alist
of Cryomodule IDs, enabling you to select the individual Cryomodule you wish to view.

Pansophy Reports Menu
SMS
Cryomodule Performance Overview Page

Select Cryomaedule Id: fSelect Croomodule ID

Select Cryormodule ID
1--mMol
2 -- Moz
3 -- Moz
4 -- MO3S
5 -- Mog
& -- MO7F
¥ o-- Mog
g -- Mo7
9 -- Moz
10 -- o2
11 -- M1i1
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Once you select a Cryomodule ID, you will be presented with cryomodule test results
above atabular list of the cryomodul€' s cavities and their specifications.

Pansophy Reports Menu
S5MNS
Cryomodule Performance Overview Page

Select Cryomodule d: | 4 -- MOS b

omodule Id: MOS Seq Number: 4 Rewvision: RZ-0

Start Beamline Wacuum: 1.43=2-8
nd Beamline Yacuum: 1.4e-10
Static Heat Load: 13.4

lpsulating Yacuum: 0

Cavity 1 Cavity 2 Cavity 3
Cawity Id | MB10O ME11 Me12
FPCY | FPCW 012 FPCW 011 FPCW 014
FPCA | Mot available Mot available | Mot available
VWarm Freq | 204,.0525 204.05125 204,08125
Freq | 204,993995 204,999812 | 205.00007
Qext FPC | 2.22a5 1.32e6 5.52e5
HOM Low Power Qext 1| 1.48e15 144212 S.432E12
HOM Low Power Qext 2| 1.87=12 4, 43E12
High Power Qext| 2.7=5 6, 22e5 5,575
OFP | 1.65e12 1.62elz 1.45=1Z
HOM High Power Qext 1| 2.00e14, 10,39% error| 1.75e13 T.66el2, 10,3% errar
HOM High Power Qext 2| 5.95e12, 10.91% error| 1.81e12
Emax | 13.3 14.5 1z
Limit | quanch quench bearmline vacuum
Emax Op | 12.3 13.5 iz
FE Onset | &.& &7 7.5
Qo | S.429 5,929 =1=%:]
Eacc Qo5 | 10.8 10.4 i0.z2
Coupler Yacuum | 2.2e-10 1.62-10 4, 22-9
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V. How to Use L ogbooks

L ogbooks are used throughout the lab (see section on logbooks above for descriptions of
all logbook areas), and should be accessed and filled out regularly to capture the day-to-
day workings of your lab environment.

The logbook interface allows you to post short text messages and upload documents of
any type to the group you select from the Logbook menu (in this case, Facilities
Maintenance), and post the same information to any other logbook by checking the boxes
above the Reset/Post Entry buttons. Your JLab ID appears above the first input box.

you have been authenticated |5

Pa n SO p hy click here to logout

A Systemn of Universal Knowledge

Travelers Logbcoks QC/QA DocuShare

Facilities Maintenance

Status and ngtes on the operations and maintenance of the assorted Test Lab facilities

There are currently 73 entriess
- Write - el el

JLab 1D | WHITHAUS QuickSearch : today | yesterday
Keywords past seven days
pastthirty days
Text Keywords |
(Limit: 1500 R
Characters) o
After Date - v - |w - v
Before Date M - ™ - v
Attachments : [ Browss. ][ Attach Fils Loghedininie: ]
¥ou have attached ni files, Also search ¢\ J1IMWRF
Post copy to: [] 1MWRF [ BrownSharpChim [\l BrownSharpChm [JcmTF
[] cMTF [\CPTF [Jcavkerf
[ CawPerf [Jcryomodule Assembly

[ Cryamodule sssembly |:|E|BCterQ|isher
[ Electropolisher i [Oinstallation Group
[ Installation Group ] me [IMAchanical Tech Shop [ MitutoyoChM

[ MitutoyoCMM ) [JR&D Clean Room
[] R&D Clean Room [ T4 [vacuum Group

[ wacuum Group

ResetForm || Fost Entry >>

on Call: Bonnie Madre 7059 Home DocuShare

Search »>

Contact Us  Administration Area

Help

Enter keywords and text in the input boxes on the | eft side of\the screen. Text islimited
to 1500 characters, but attachments can be added to support your entry. In order to post
your entry, you must click the Post Entry button. If you wish to clear the form, press

Reset Form.

Y ou can also search any logbook from this interface using QuickSearch. With
QuickSearch, you can search by general date (today, yesterday, past seven days, past
thirty days), keywords, text, specific date (after or before), or logged by. The
QuickSearch function searches the current logbook only, unless you check one or more
box(es) above the Search button.
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The browse and attach file buttons work similarly to the traveler Upload File area, except
you can upload as many files as necessary.

There are currently 457 entrieg,

JLab ID
Keywords

Text
{Limit: 1500
Characters)

Attachments :

Post copy to:

OWHITHAUS
s User Guide

i Here is a cppy of the user guide,

Pansophy

Write -

cdue out
thiz Friday. I hawve also attached some of
the screen[shots.

[ Browse... ][ Attach File ]
Pansophy User Guide.doc 1931775 bytes
activetraveler.qgif 152511 bytes
crossrevl.gif 28125 bytes

[ 1MwWRF [] BrownSharpChim
[0 cMTF [ cPTF
[ cavperf [1 chem
[ cryomodule assembly  [] EBW

[J Electropaolisher
[ Furnaces
[] Mechanical Tech Shop
[ eeD Clean Room
[] Yacuum Group
[ ResetForm || PostEntry>> |

[ Installation Group
[] MitutoyoCrm
[ vTa

[ Facilities Maintenance

QuickSearch :

Keywords
Teuxt

after Date
Before Date

Logged by
Also search

- Search -
taday | yesterday
past seven days

past thirty days

o [ 1MwRF

[JerownsharpCMM
ClcPTF

[chem

[CIERW

[JFacilities Maintenance
[Jinstallation Group
[CIMitutoyoCMm

CwTa
Search >»

ClcrMTF

[ cavPerf
[JCryomodule Assambly
[]Electropolisher
[JFurnaces
[[IMechanical Tech Shop
[JR&D Clean Room
[J¥acuum Group

Don't forget to click Post Entry when you have completed your log entry. Clicking Post
Entry returns a blank form as above, with the words Entry Posted in the upper |eft-hand
corner.
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VI.

How to Usethe QC/QA Area

1.

Using Cryomodule M aintenance Data I nput and Queries

The Cryomodule Maintenance area has two distinct parts: Data | nput records
maintenance activities for CEBAF and FEL cryomodules, Query allows you to
search for maintenance records for CEBAF and FEL cryomodules.

Data Input:

The Cryomodule Maintenance Data Input area has nine fields. Thefirst two, Date
Entered and Entered By are automatically filled in (though you can change the date if
necessary), The Cryomodule Serial Number input is required before you can submit
this form to the database.

Cryo Maint%

Cryomodule MaintenanceNpput Form

1 Number

Date Entered

Entered By

(MM/DD/YYYY)

T T T

Choose all that apply '
|[{Hold down the <Ctrl> key to Choose all that apply
choose multiple zones)

WHITHALS

Select the system that |
was modified |

Cavity 1 D Cavity 2 D Cavity 3 D Cavity 4 D

Cavity 5 D Cavity & D Cawity 7 D Cavity 2 D L‘_’J

|| FEL
Injectar

{|| MorthLigec (|
|| SouthLinax [+ |

I:l Select ALL

Description of Work ||
(1800 characters) |

| Comment |
i {256 characters)

Submit to Database

The next field, Location allows you to choose the regiongf the accelerator or FEL,

the appropriate choices for zones will appear in the companion window. Hold down

the <Ctrl> key and click to choose multiple zones, use <Shift> and click to select all.
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The Cavities input area allows you to select al cavities, or choose individual cavities
involved (if any). In the System field, the available systems, based on your Group
Leader'sinput, are listed in a pull-down menu. If you do not see the system you are
looking for, there will always be an "Other" choice, which you can explain in the
Comment field. Y ou can enter a detailed description of the work (up to 1800
characters), using. If your explanation needs more space, you can use the File Upload
areato add a Word document as an attachment. Y ou can also use this areafor any
other document types. At thistime, the form allows only one attachment. The last
field, Comment, is 265 characters so you need to be brief and concise. Finally, you
must click the Submit to Database button to save your data.

Query:

The Cryomodule Maintenance Query area has 16 criteria from which you may choose
to narrow your query. These include pull-down menus for Record Number, Date
Entered, Entered By, CM Serial Number, Location, and System. The data populating
these pull-down menus are values that have been entered into the database in a
maintenance report (see above for Data Input).

you kave been amhenbosten S 1|
#{ Pansophy w
A Systemn of Liniversal Knowhedge

Travelers Logbaocks QCIGA DocuShars
Cryo Maintemance
Recorn Mumper; T
2004-02-02 00:00:00 0 [
HECEMAR  |»
L
]
FEL Loz
Irgchon 1L03
MohLinas 1L04
Southlinsc = 1LO5

[_Ssarch |

Use the check boxes to ook for records in which indicated cavities are specified.
Text typed into the Description or Comment text boxes will look for those words in
those fields (these areas are NOT case-sensitive). If you leave al fields blank or un-
selected, you will recall all entriesin the Cryomodule Maintenance database.



Results of a search will look something like this:

you have been authenticated |2y

Pansophy n : 7

A System of Universal Knowledge

Travelers Logbooks QC/QA DocuShare

Record Number | EntryDate |  Entered By Building |  zones |  system |

23 07/29/2004 HECKMAN SouthLinac 2L08 InsVAC
36 07/29/2004 HECKMAN Injector oLoo InsVAC
35 (0772972004 HECKMAN [ NorthLinac || 1L07 | BLY-B
34 [07/29/2004| HECKMAN | MNorthLinac || 1L17 | BLV-B
33 [07/29/2004|| HECKMAN [  NorthLinac || 1L15 | BLY-B
40 08/20/2004 HECKMAN SouthLinac 2L03

3 08/20/2004 HECKMAN SouthLinac 2L03 BLV-B
38 [08/20/2004]| HECKMAN | southLinac || | BLV-B
RN [08/20/2004|| HECKMAN | SouthLinac || 2L03 | BLY-A
46 [08/30/2004]| HECKMAN | SouthLinac || 2L17 | InsVAC

First Previous Mext Last

Fecords 31 to 40 of 45

On Call: Bonnie Madie 7059 Home DocuShare Help Contact Us Administration Area

Clicking on the record number will take you to a detail page showing the entire
record. Use the Back button on your browsers to get back to the original result list to
see another complete record.

you have been authenticated

#x| Pansophy

A System of Universal Knowledge

Travelers Loghooks QC/QA DocuShare

CUse the "Back" button on your browser to return to the query results pD
Record Number |3?

Entry Date  |(EEPTIY
HECKMAN
B |
Number

SouthLinac

Frank Humphry replaced the VAT Series 01 Slow valve at VBV2L03A The new replacement valves use a different 24V
lconnector so that needs to be refitted in the field-just two wires.

uture Data.xls

On Call: Bonnie Madre 7059 Home DocuShare Help Contact Us  Administration Area

Asaways, if you encounter an error, page the on-call technician.
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2. Instrument Calibration

The Instrument Calibration area has a New Instrument link and three pull-down
menus, Manufacturer Information, Calibratog Information, and Custodian.

W ve been authenticated %y
i Pa nso p hy who amn i click here to logout

| A Systemn of Universal fnowledge

Travelers QC/QA DocuShare

Calibration Area

anufacturer Information... s | | Calibratar Information... b [Mew Instrument]

You are currently responsible for the following instruments: WHITHALS
-- None -- ALLUSERS

BARMHART
BOOKMWALT
CARFEMNTE
DAMKING
DUTTON
ELTONMN
FOLZOM
GCIOWATI
KING
KUSHMNICK
MADRE
DZELIS
WHITEY
WIS SRANN

Contact Us_ Administration Area

On Call: Bonnie Madre 7059 Home DocuShare Help
The three pull-down menus provide information about the manufacturers, calibrators,
and custodians that are in the database, as well as the instruments relevant to each. If
you choose a manufacturer, you will see the information about the manufacturer, as
well asalist of instruments made by them. If you choose a calibrator, you will get
information about the calibrator as well as instruments that they have calibrated. If
you look at the custodians, they will see which instruments they own and a summary
of the status of those instruments. By default the page comes up with alist of the
instruments that the logged-in user owns.
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The New Instrument link takes you to the following page, which will alow you to
add new instruments, new manufacturers, and/or new calibrators:

vou have been authenticated |2y

: Pa n SO p hy click here to logout

A Systen of Universal Knowledge

Travelers Logbooks QC/QA DocuShare

MNew Instrument

MNew Instrument
You will become the custodian the following new instrument:

Instrument Type: i
Manufacturer: | Agilent Technologies it
Calibrator: | Custodian >

Model Humber:
Serial Number:
JLab Tag Number:
Initial Calibration Date: | Sep (v 27 | 2004 [»
Calibration Span (days):
Calibration Priority: | Low |
[ << Cancal |[ Submit>>

On Call: Bonnie Madre 7059 Home DocuShare Help Contact Us  Administration Area

The pull-down menus list available instrument types, manufacturers, and calibrators.
New instruments, manufacturers and calibrators can be added by selecting “ Other”
from the pull-down menus. To further customize and identify your instrument, use
the Model Number, Serial Number, and JLab Tag Number input boxes. Use the pull-
down menus to customize the Initial Calibration Date, and enter a number in the
Calibration Span (days) input box to indicate how many days should el apse between
calibrations). Lastly, select a priority from the Calibration Priority pull-down menu
and click Submit to add your information to the database.

If you select "Other” for either type, manufacturer or calibrator, you will be asked to
provide details for each one.

Mew Instrument Type

You have chosen to create a new type of instrument,
Instrument Type:

[ <4 Cancel ][ Submit > ]

Clicking Submit adds the item to the database and to the appropriate pull-down menu,
in this case, Instrument Type.
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Once you choose a manufacturer, calibrator or custodian from the Calibration Area
pull-down menus, you will see alisting of all itemsin the selected category. Click on
the view link to see details about the instrument, its current status and its calibration
history.

Manufacture Information

Mitutayo e

Manufacturer Information

Name: Mitutoyo
Phone: (630}820-9590
E-Mail:
Contact: Scott Downs
Mailing Address: 958 Corporate Boulevard
Aurora Ilinois, 60504-9102 ()

Comments:

Type Custodian Maodel Serial Tag

Caliper CaMWEINS ch-12C aoso109 aosol1o9 [vigew]
Caliper CawWEINS D12"T C05-645-50 505-645-50 [view]
Caliper CaWEINS LOo0-351 043063 043663 [vigem]
Micrometers BARMNHART  CPM30-1"K 142-225 142-225 [vigew]
Micrometers DAMWEING ME20-a"st  193-211 193-211 [vienw]
Micrometers DAMWEING MB20-/"st  193-212 193-212 [vignw]
Micrometers DAWEKINS MB20-6s5t  193-213 193-213 [wieni]
Micrometers DAWEKINS MB20-6s5t  193-214 193-214 [ien]
Micrometers DawkINS MB20-6"st  193-215 193-215 [wigw]
Micrometers DawkING MB20-a"st  193-216 193-216 [vigw]
Surface Roughness Tester CARPEMTE SJ-201P 110726 SNS00004 [view]

If you own the instrument, you will see alist of linksto actions that can be taken. If
you do not own the instrument you can click to return to the original list (Return to
List), view acost analysis of calibration (View Cost Analysis) or email the owner of
the instrument (Email Owner).

Instrument Information

Instrument Information

= Returnto list

Type: Micrometers

Model: M320-6"5t «  View cost analysis
Serial: 193-211 :

Tag: 193-211 *  E-Mail owner
Owner: DAWEKINS

Calibration: 365 days

Priority: Med

Manufacturer: Mitutoyo

Calibrator: Custodian

Instrument Histor
=y 4/29/03 Owner changed
CRBURDEM --> DAWKINS

B 4/24/02 Cchange of Location
Location: Test Lab, Roormn 146R

= 4/24/02 Owner changed
BARNHART --> CBURDEN

sl 4/24/02 Instrument Created
by BARNHART
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Y ou have many more options as the owner of an instrument. For instance, after
clicking on a“view” link, you can request a calibration. The Calibration Custodian
will be notified that the calibration has been requested and will send it off for
calibration and receive it when it comes back. (Note: You are responsible for putting
the instrument in the proper areafor retrieval by the Calibration Custodian.) Y ou can
then complete the calibration on that “view” page. You can also cancel the
calibration. In addition, on the Instrument Information page, you can change the
number of days between calibrations (calibration span), change the location of the
instrument, add a picture to the record, upload afile, invite someone else to take
ownership of your instrument, view the cost analysis or delete the instrument.

Instrument Information

Instrument Information

Return o list

Type: Particle counter
Model: Yaculaz-2 +  Calibration Reguest
Serial: 33894-0795-197
Tag: n/a = Update Span
Oowner: CARPEMTE «  add comment
Calibration: 730 days
Priority: Med *  Addlocation change
Manufacturer: Faticle Measuring Systems ;
3 Add picture

Calibrator: Zustodian ACCPICIUIe

Instrument Histor = Lpload File

B 3/07/03 Change of Location
Test Lab, Off-line
cleanroom

By 3/07/03 Change of Location
Location: Off-line Cleanroorm - Delete instrument record
#4  3/07/703 Instrument Created
by CARPEMTE
§#F 3/07/03 Ccalibration
T Calibrator: Custodian
Cost:
Walid:  3f07/03 to /06705
Motes: Mone

Transfer ownership duties

Location:
Wiew cost analvsis

> If I am nolonger responsiblefor a given instrument, how do | transfer ownership?

To attempt to transfer the ownership duties to another custodian, you need to click on
Transfer Ownership Duties on the Instrument Information page, and type the JLab ID
of the person to whom you are transfer the instrument. The system will send that
person an email and you will see the message below.

An e-mail has been sent to <USER>@jlab.org.
Once confirmed, the user will become the custodian of the instrument.
If not accepted by the user within seven days, this invitation will be dropped.

Return
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3. Vacuum Group Maintenance

The Vacuum Group Maintenance area works the same way as the Instrument
Cdlibration area. The only differenceisin thetitle of the area and its contents:

vou have been authenticated 2y

Pansophy

A Systemn of Universal Knowledge

click here to logout

Travelers Logbooks QC/CA DocuShare

Vacuum Group Maintenance

FManufacturer Infarmation.. |% | | Maintainer Infarmation.. |+ [Mewr Instrument] WHITHAUS ||

You are currently responsible for the following instruments:
-- Mone --

On Call: Bonnie Madre 7059 Home DocuShare Contact Us Administration Area

Help

Please review the instructions for Instrument Calibration before using this section.

Final Note

If you have any questions about materials presented in this document, or general questions about
Pansophy not addressed herein, please contact Shannah Whithaus, 757-269-7508. For technical
guestions or to have errors addressed and corrected, please call the on-call programmer listed at
the bottom of each Pansophy page.
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